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Abstract. Measurements of the 8.4- and 10.4-p radiation temperature of small regions of 
Venus were made using an infrared radiometer on Mariner 2. The radiation temperatures agree 
with broad-band (8- to 13-p) earth-based measurements, the lightr and dark-side temper* 
tures are equal, and there is definite limb darkening. The data are consistent with equal radia- 
tion temperatures at 8.4 and 10.4 p, which is interpreted as indicating that the emission is 
from a cloud structure. No breaks in the clouds were observed. A description of the radiometer 
instrumentation and operation is given. 
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Introduction. The radiation of wavelength 
near 10 p emitted from Venus was measured 
before the 1962 conjunction by Coblentz and 
Lampland [1925], Pettit and Nicholson [1955], 
and Sinton and Strong [l960]. These observa- 
tions were made throughout *the entire 8- to 
13-p atmospheric window, although Sinton and 
Strong also made spectral scans of the unre- 
solved disk. "he best spatial resolution was ob- 
tained by Sinton and Strong who were able to 
resolve approximately 1/100 of the area of the 
planetary disk. The average radiation tempera- 
tures obtained were near 235°K) in agreement 
with the effective temperature expected from 
the albedo and the observed 3.75-p radiation 
teiiiperatwcs [Sinton, 19631 but lower than the 
600°K radiation temperatures reported at cen- 
timeter wavelengths [Mayer, 19591. 

When the Mariner spacecraft to  Venus was 
proposed in November 1961, it seemed feasible 
to make a detailed infrared photometric mapping 
of the planet. Because of the close approach of 
Mariner to Venus, i t  was thought possible to re- 
solve approximately 1/500 of the planetary area 
and yet, near the peak of the thermal emission, 

1 Presently at Santa Barbara Research Center, 

2Presently at  Norman Bridge Laboratory of 
Santa Barbara, California. 

Physics, California Institute of Technology. 

to make a two-channel spectral selection. Spe- 
cifically, by comparing the emission a t  an ab- 
sorption band of CO, and at a spectral region 
which was presumably clear of gaseous absorp- 
tion, it was hoped that it would be possible to 
detect and identify breaks in the cloud structure 
of Venus through which thermal radiation from 
the lower atmosphere or surface would be ob- 
served. Furthermore, it was intended to make 
absolute energy measurements unimpeded by 
attenuation in the earth's atmosphere. 

The 10.4-p rotation-vibration band ( v 8  - vl) 
of CO, was selected as the appropriate absorp 
tion band. For typical models of the Venus 
atmosphere [cf. Kaplan, 19621, the absorption 
by the CO, above the visible cloud layer would 
be negiigible in this spectral band, while radia  

, tion from the surface would be completely ab- 
sorbed by the CO, below the clouds. A second 
spectral channel was centered at 8.4 p since in 
this region the gaseous absorption is expected to 
be negligible to depths well below the visible 
cloud level. 

The infrared experiment discussed in this pa- 
per was adjunct to, and indeed parasitic to, an 
experiment designed to map the microwave 
emission at 13.5 and 19 mm. Preliminary results 
of both these Mariner 2 radiometer experiments 
have been published by Chase et al. [1963] and 
Baratk et al. [ 196.31. 
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Fig. 1. Infrared radiometer mounted on the microwave radiometer on the Mariner spacecraft. 
Scanning of both radiometers is accomplished by rotation about the vertical axis. 

The spacecraft first encountered Venus at 
1854 UT on December 14, 1962. During the four 
nights of December 14, 15, 16, and 17, detailed 
thermal mappings of Venus were made at wave- 
lengths between 8 and 14 p by Murray et  al. 
[1963a, b]  using the 300-inch Hale telescope, 
and a radiation temperature from the whole 
disk was obtained by Sinton using the Lowell 
42-inch telescope (Sinton, private communic& 
tion). 

Instrumentation. The Mariner 2 microwave 
and infrared radiometers are shown in Figure 1. 
The total mass of the infrared radiometer, which 
was housed in a sealed magnesium casting, was 

OBJECTIVE LENS 3 

1.3 kg. It required 2.4 watts of power and occu- 
pied a volume of 13 x 14 x 10 cm. 

Optically, the infrared radiometer consisted 
of two similar lens systems whose axes were 
separated by 45"; see Figure 2. One system, 
establishing the chopping reference, viewed dark 
space and the other, bore-sighted along the same 
axis as the microwave radiometer, viewed the 
planet. The energy through the two systems was 
combined into a single chopped beam by means 
of a mirrored chopper wheel operating a t  20 
cps. This beam was in turn split by a dichroic 
filter into two perpendicular beams which were 
incident on two thermistor bolometer detectors. 

PLANE MIRROR 

PLANET 
RAD I AT ION CHOPPER MOTOR 

PHOTO- PICKUP 

SPACE REFEREN 
RADIATION 

DICHROIC 1 IMMERSED DETECTOR 

Fig. 2. Schematic layout of Manner 2 infrared radiometer optics. 
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Fig. 3. Spectral responsc of the two channels of the infrared radiomctcr 

Intcrference filters placed in front of each de- 
tector d e h c d  the wavelength region of each 
channel as shown in Figure 3. 

The field of view for each wavelength channel 
was approsimately 1.2" by 1.2"; see Figure 4. 
Nenwrements performed before launch showed 
that the S.l- and 10.4-p channels were offRet by 
approximately 0.3". An ndditionnl rffcrtive off- 
set was caused by the scanning motion which 
moved both firids of virm 0.1" diirincr the 2 sec- 
onds between the sampling of the S.4-p channel 
and of the 10.4-p chnnnel. The two offzets com- 
bined in such a way that the two spectral chan- 
ncls rieived nrens wliich overlapped by about 
GO per cent. (The sense of the offset can be ob- 
tainccl from the data given in Tnble 1.) Both 
beams were within 0.5" of the direction of the 
main lobe of the microwave radiometer. 

The detectors were uncooletl thermistor bol- 
ometers, 0.15 x 0.15 mm in area, immersed in 
hemisp11erir:il germanium lenses. The germa- 
nium objective lenses had a diameter of 3.2 cm, 
B focal length of 7.8 cm, and iwre coated with 
antireflective ZnS optimized for 9.5-p radiation. 

Each detector was connected to n transistor- 
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Fig. 4. Field of view of infrared radiometer 
flown on Mariner 2. The 10-p channel had esscn- 
t,i:dly thc same field of vicw but WRS offset by 0.3". 
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ized preamplifier, a logarithmic amplifier, a 
synchronous demodulator, and a low-pass filter. 
An input dynamic range of approximately 200 : 1 
was compressed into a voltage range of 1 to 6 
volts, which in turn mas digitized to  213 levels 
by the spacecraft data. handling system. Each 
detector was sampled once every 20 seconds; 
the 1 0 . 4 - ~  channel 1~a.s sampled 2 seconds after 
the 8.4-p channcl. The 10 to 90 per cent rise 
time of the dc output voltage for a step radia- 
tion input was approximately 3 seconds. The 
operation of the infrared radiometer circuit, 
summarized in Figure 5, has been described by 
Chase and Schwarz [1962]. 

The radiometer was designed to measure radi- 
ation temperatures between 200 and approxi- 
mately 500°K. At 8.4 p this corresponds to  flux 
densities between 1.0 x lo-' and 1.8 x lo-' 
watt/cm". The uncertainty in the measured tem- 
peratures caused by noise in the detector and in 
the electronic system was less than 2 deg. The 
logarithmic compression and digitization of the 

CALIBRATION 

CIRCUIT 
- . DEMODULATOR 

data, however, made the final relative uncer- 
tainty vary from about 2 deg for source tem- 
peratures near 200°K to about 10 deg for source 
temperatures near 500°K. 

Laboratory calibration of the radiometers was 
performed in a vacuum chamber using the appa- 
ratus shown schematically in Figure 6. The 
blackbodies were copper cylinders coated with 
Sicon black paint and were placed so as to  
completely fill the fields of view of the radiom- 
eter. The reference blackbody was maintained 
a t  83°K by pumping liquid nitrogen through 
coils brazed on the outer surface. The tempera- 
ture of the 'planetary' blackbody could be con- 
trolled between 83 and 523°K. 

The temperature gradients in the planetary 
blackbody were monitored by 6 thermocouples 
imbedded in the wall and bottom of the cyl- 
inder; even at extreme temperatures, differences 
were less than 2 deg when data were taken. The 
effective emissivity of the blackbodies was esti- 
mated theoretically to exceed 0.98 using the 
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Fig. 6. Apparatus wed to calibrate the infrared radiometer. 

methods reviewed by Wliams [ 19611. Since the 
responsivity of the radiometer was sensitive to  
its housing temperature, the temperature of the 
radiometer was maintained to within 1 deg of 
a selected temperature (between 293 and 322°K) 
by means of a close fitting copper shroud. (The 
housing temperature was monitored on the 
spacecraft, and at the time of planetary en- 
counter it had reached 324°K.) The laboratory 
calibration CUNW for the unit flown on Mariner 
2 are shown in Figure 7. This unit had the poor- 
est characteristics of the three flight units which 
were built, but it was flown on Mariner 2 be- 
cause of scheduling conflicts and the loss of 
Mariner 1. 

A one-point in-flight check of the calibration 
was provided by a plate mounted on the space- 
craft in such a way that it was observed by the 
radiometer at one limit of each complete scan 

' 

* 

cycle (see Figure 1). The temperature of the 
plate was independently measured to an m u -  
racy of about 3 deg using a temperature sensi- 
tive resistor. Although this check is crude in 
establishbg t,he absolute calibrations, it  is im- 
portant to recognize that i t  afforded the oppor- 
tunity of observing the same temperature with 
both spectral channels, and thus served to give 
a good relative calibration. 

Schedule constraints made it necessary that 
the calibration plate be mounted in the field of 
view of the reference lens instead of the plane- 
tary lens. Since the signal was synchronously 
demodulated, this reversal of the roles of the 
two lenses would have caused an unacceptable 
negative output signal. Therefore, additional 
circuitry was added which bypassed the syn- 
chronous demodulator for potentially negative 
outputs and provided a positive output regard- 
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less of the sense of the input energy (see Fig- 
ure 5 ) .  As a result, an additional set of labora- 
tory calibrations was required in order to relate 
the calibrations of the 'normal' operations to 
t,he in-flight calibration measurements. 

The short time schedule of the Mariner pro- 
gram precluded making long-term stability tests 
on the actual flight unit. However, a spare unit 
mas calibrated a t  two times separated by three 
months. During this period, the sensitivity of 

Fig. 8. Over-all features of the encounter of Mariner 2 with Venus. At closest approach the 
prolic was 41,100 km Irom tlrc center of Venus. 
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the radiometer decreased less than 20 per cent, 
the exad shift depending on the temperature of 
the radiometer. It was possible, however, to 
reconstruct the correct calibration curve to 
within 5 deg by using readings from the cali- 
bration plate. 

Scanning of the radiometers wis accomplished 
by rot.ating the microwave radiometer about 
the spacecraft-sun axis, which is shown as verti- 
c d  in Figure 1. A scan rate of 1 deg/sec was in- 
tended to be used to search for the planet in a 
scan going 60" above and 60" below the earth- 
spacecraft-sun plane. After the planet was ac- 
quired, a logic circuit controlled by the micro- 
wave radiometer was iiikzck! to s a n  the 
radiometers across the disk at 0.1 deg/sec and 
to reverse scanning at the limbs so that limb to 
limb scanning was affected. 

Flight performance. The in-flight sequence 
of operations of Manner 2 before encounter 
with Venus included a 4-min calibration of the 
microwave radiometer approximately once every 
six days. Although all of the voltages required 
to operate the infrared radiometer were not 
applied during these calibrations, measurements 
of the temperature of the radiometer housing 
and of the calibratlon plate were obtained. 

On October 8, 196'2, after approximately forty 
days of apparently normal operation, the analog 
signals from instruments not having low-imped- 
ance outputs showed deviations from their ex- 
pected values which in some cases were as large 
as 4 per cent. In particular, voltage shifts ap- 
peared in the temperature readings w h ~ c h  wvprc 
correlated with the level of the output of the 
microwave radiometer. The exact cause of these 
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Fig. 9. Radiometer scan angle during those passes when Venus was observed. The pointa 
represent the digital outputs obtained from Mariner 2. The scan angle is measured relative to 
the spacecraft in a plane which is normal to the spacecraft-sun line; it is measured from the 
earth-spacecraft-sun plane. Six subframes, each lasting 202 sec and containing one output 
reading from each scientific instrument, were obtained in one frame count. Frame count 156 
started at 1853 UT on December 14,1962. The frame count register waa accidentally reset when 
the fa& man was initiated. 
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a n o m a l i e t h e  understanding of which is im- 
portant in determining the absolute temperature 
calibrations-has not been determined, although 
tests performed at  the Jet Propulsion Labora- 
tory on spare units indicate that several high- 
resistance leakage paths must have been estab- 
lished between components in the data handling 
system. 
On December 14, approximately 6% hours 

before the closest approach of Mariner 2 to 
Venus, full power was applied to both radiom- 
eters and the scanning was started. Because of a 
malfunction which caused a change in the gain 
of the microwave radiometer, the scan was in the 
slow mode, i.e. a t  the rate of 0.1 deg/sec, instead 
of the 1-deg/sec fast mode which had been 
planned. Approximately 3?4 hours before nor- 
mal encounter there were six passes during 
which the reference lens viewed Venus. These 
observations served as a crude check of the 
orientation of the spacecraft and of the scan 

gOv 

' O t  

anglea, although they gave no scientific or cali- 
bration data. 

The over-all features of the pass during p lans  
tary encounter are shown schematically in Fig- 
ure 8. Figure 9 shows the digital outputs and the 
scan angle measured with respect to the space- 
craft as a function of time during those scam 
when Venus was viewed through the planetary 
lens. The discontinuity which occurred after 
frame count 168 was caused by the scrtn going 
into the fast mode. 

It is seen from the superimposed outline of 
Venus in Figure 9 that only three scam were 
obtained. The first scan croased at  approxi- 
mately 50" in longitude in the dark side, the 
second crossed at  the terminator, and the third 
crossed at  about 60' in the light side. The dis- 
tance from the probe to the canter of Venus was 
approximately 46,000 km during the first scan, 
44,000 km during the second scan, and 42,000 
km during the third scan. 

* 

, ' 

tL 

. 

0 IO-+ CHANNEL 
x 8-p CHANNEL 

Fig. 10. Unreduced data from infrared radiometer at planetary encounter. 
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Although about 25 scans were potentially 

possible, the scan did not reverse at the limbs 
as planned because of the gain change in the 
microwave radiometer. Thus 5 per cent of the 
total surface of Venus was seen instead of 25 
per cent. Since the actual miss distance was 
almost twice the anticipated miss distance, the 
spatial resolution was degraded to 1/250 of the 
planetary area. 

from the infrared and microwave radiometers 
during planetary encounter; Venus was clearly 
observed during frame counts 159, 167, and 17. 
The pair of peaks around f r m e  c su t  163 waa 
caused by the reference lens viewing the calibre 
tion plate, and was one of ten such calibration 
pairs that were obtained. The sharp dip which 
accompany the peaks were caused by the shift- 
ing from the planetary to reference modes as 
the radiometer scanned onto, off, onto in re- 
verse, and then off the calibrator plate. 

Data reduction and results. The data shown 
in Figure 10 were reduced to radiation tempera- 
turea by using flight calibration curves which 

. *  
3 Figures 10 and 11 show the data obtained 

a 

, 

0' 

were obtained from the laboratory calibration 
curves in the following manner. The output 
voltage corresponding to each radiation tamper- 
ature was decreased by a constant amount, 
picked so that at the assumed encounter tem- 
perature of the calibration plate, the laboratory 
and flight calibration curves coincided. Reduc- 
ing the laboratory output voltages by a constant 
amount corresponds to assuming that either the 
optical transmision or the detector sensitivity 
had decreased, or that the amplifier gains had 
been reduced by a constant factor. The reduc- 
tion procedure clearly fails a t  very low tempera 
tures when the output voltages approach the 
background ievei. This failere probably con- 
tributes strongly to the apparent anomalies 
which appear at the limbs of the first and sec- 
ond scans. 

It is, of course, possible that the decrease in 
sensitivity was due to more complex causes than 
those outlined above. The gain of the amplifiers 
could have become voltage dependent, the trans- 
mission of the reference lens could have changed 
in a way different from the planetary lens, or 

I .  
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Fig. 11. Unreduced data from the microwave radiometer at planetary encounter. The 19-mm 
data were taken 9 sec before the 8.4-+ data; the 13.5-mm data were taken 1 sec after 8.4-fi 
data. The microwave data extend beyond the infrared data because of the 40-sec time con- 
stant of the former radiometer. 
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optical components could have shifted. Since it 
is impossible to  make a correction for these un- 
known effects, and since the data are reasonably 
self-consistent, no other method of reduction was 
extensively pursued and no attempt was made 
to include these possibilities in the stated un- 
certainties. 

The accuracy of the radiation temperztures 
depesds direcriy on the accuracy of the meas- 
urement of the temperature of the calibration 
plate. The in-flight cruise temperature data, 
however, indicated an uncertainty in this meas- 
urement connected with the anomalies in the 
analog outputs which occurred starting October 
S. Figure 12 shows temperatures of the calibra- 
tion plate and of the radiometer housin, v a s a  
function of the inverse of the spacecraft-sun 
distance; all values are normalized to the values 
obtained from the first in-flight measurements. 
It is seen that starting October 8, when other 
data anomalies occurred, the calibration plate 
temperature no longer followed the same power 
lam as the radiometer housing temperature. The 
coincidence of this happening on October S 
makes the calibration plate temperatures sus- 
pect. Therefore, radiation temperatures were 
computed using two sets of calibration curves 
based on two assumed values of the calibration 
plate temperatures. In one case the calibration 
plate temperature was assumed to be that which 
corresponded to the voltages actually obtained. 
In the other case the calibration plate tempra- 

ture \vas derived by assuming that both the 
plate and radiometer housing temperatures had 
the same dependence on the spacecraftrsun dis- 
tance. 

..........e- 

......... - ... . . ........ - *  
DERIVED FLIGHT CURVES 

g 90- 
a 3 00-- 
0 LABORATORY CURVE ' 70 - 

- 
DERIVED - 

FLIGHT CURVES 
I 

-120 -100 -80 -60 -40 -20 

RADIATION TEMPERATURE, OC 

Fig. 13. Laboratory and flight calibration curves 
for the Mariner 2 infrared radiometer. The upper 
of the derived curves is obtained by assuming the 
calibration plate voltage was read out correctly; 
the lower of the derived curves is obtained by 
extrapolating the calibration plate temperature 
(see test). 
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The two sets of flight calibration curves are 
shown in Figure 13; the temperatures and 
energies are given in Table 1. If the upper 
derived curves of Figure 13 are correct, the 
sensitivity of the radiometer decreased to 0.6 
(8.4-p channel) and 0.8 (10.4-p channel) of the 
sensitivity measured in the laboratory; the lower 
derived curves correspond to a decrease to 0.4 
(8.4-11. channel) and 0.7 (10.4-p channel) of the 
laboratory sensitivities 

The determination of the area of Venus which 
was viewed by the radiometer is complicated by 
uncertainties in the orientation of the spacecraft, 
by the previously mentioned anomalies in the 
data system, by the noise (corresponding to 
roughly 2 deg) on the read-out of the scan posi- 
tion, and by the fact that only three scans 
crossing the limbs were made. 

If it is assumed that the radiometer scanned 
from one limit t o  the other a t  a constant rate, 
i.e. that the noise on the radiometer scan posi- 
tion read-out did not reflect nonuniform motion, 
the three scans can be consistently located on 
the planet. The values of the Venus-centered 
coordinates of the center of the fields of view 
for the best fit of the data are included in Table 
1. The uncertainty in the scanning direction 
relative to the spacecraft is about 0.5"; the 
diameter of Venus as viewx! frsm the space- 
craft was 16". The effect of this uncertainty 
on location relative to Venus can be estimated 
by looking at  the numbers in Table 1. Readings 
were separated by scan angles of 2". 

Discussion. Several remarks can be made 
about the data presented in Table 1. 

(1) The 8.4-,U and 10.4-p radiation tempera- 
tures are in agreement with radiation tempera- 
tures obtained from previous and concurrent 
broad-band, earth-based measurements. Because 
of the uncertainty in the calibration plate tem- 
perature, the Venus temperatures presented in 
this paper have an uncertainty in absolute value 
of the order of 2 1 0  deg. This error greatly 
exceeds the uncertainty due to random system 
noise as indicated by laboratory tests and the 
fluctuations in the base line voltages during 
encounter. 

There is definite limb darkening. This 
feature is evident in Figure 14 which shows the 
energy as a function of the secant of the local 
zenith angle a t  the center of the field of view. 
Except for three pairs of readings taken during 

(2) 

the second scan, which will be discussed in (51, 
the data taken completely on the planet are 
scattered about a straight line. The energies were 
taken from the last four oolumns of Table 1 
since these data are more internally consistent 
than those shown in the preceding four columns. 
The gross features of Figure 14 would not be 
changed if the other calibration plate tempera- 
tures were used. Although the data indicated a 
crude power law dependence, they can be fit 
to an exponential law equally well and no de- 
tailed conclusions about cloud structure can be 
made. 

(3) There is no systematic difference be- 
tween the temperatures measured on the dark 
side and those measured on the light side of 
Venus. This again is in agreement with earth- 
based measurements. 

The data obtained at  8.4 and 10.4 p are 
consistent with equal radiation temperatures at 
these two wavelengths. One obvious inference is 
that the energy comes from an opaque cloud 
structure rather than from the surface; thus the 
limb darkening would appear to come from a 
cloud structure rather than the atmosphere. 

It is estimated that a temperature difference 
of more than 10 deg would have been measured 
between the 8.4- and 101-p c h d s  if a break 
in the clouds covering more than 3 per cent of 

(4) 

T- 

I 10.4~ CHANNEL ENERGY HAS 
BEEN MULTIPLIED BY 0.75 

DATA BELOW--- IS  TAKEN 
WRTIALLY OFF PLANET 

1 2 3 4  6 8 10 

SECANT OF ZENITH ANGLE 

Fig. 14. Energy density per micron wavelength 
interval received by the infrared radiometer as a 
function of the zenith angle a t  the center of the 
field of view. The energy of the 10.4-11 channel has 
been multiplied by 0.75 to normalize both sets of 
data. 

. 



MARINER 2 INFRARED EXPERIMENT 6169 
the field of view had been observed. This esti- 
mate is based on the model atmosphere described 
by Kaplan [ 19621, in which the temperature in 
the lower atmosphere varies with pressure as 
pa.", the surface is hotter than 650"K, and the 
atmosphere is 10 per cent (by volume) COS. I n  
a break, the 10.4-p energy would have been 
emitted a t  an effective temperature of about 
400°K and the 8.4-p energy would have been 
emitted by the surface or lowest levels of the 
atmosphere at an effective temperature of about, 
600°K. 

( 5 )  As seen in Figure 14, three pairs of read- 
ings from the second scan iiidii& that. at, both 
wavelengths the radiation temperatures are con- 
siderably lower than expected from symmetrical 
limb darkening. These data were all taken in the 
southern hemisphere, completely on the planet, 
and present a definite contrast to  other data 
obtained at comparable zenith angles. The cold 
region which these data indicate is also clearly 
evident from the data of Murray et al. [1963a, 
b ] .  The complete bilateral symmetry which 
these authors report was not observed by the 
Mariner radiometer since the spacecraft was 
below the ecliptic when observations were made. 
The small-scale anomaly which was reported by 
Murray et al. occurred near the limb and was 
not detected unambiguously by the Mariner 
radiometer. Thus it is impossible, on the basis 
of the present experiment, to  state whether their 
reported anomaly is a break in the clouds or a 
cloud temperature variation. 
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